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0> FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards 
Institution on 25 November 1985, after the draft finalized by the Eye 
Surgery Instruments Sectional Committee had been approved by the 
Consumer Products and Medical Instruments Division Council. 

0.2 This standard was first published in 1978. The present revision has 
been taken up to include certain modifications in order to bring the 
specification in line with the modern manufacturing practices. In the 
revised standard the non-functional dimensions have been rounded off. 
The tolerance for the functional dimensions have been modified keeping 
in view the present manufacturing technique. A clause on Sampling 
and Inspection has been added. The test methods have been brought 
in line with the test methods covered in other similar standards of eye 
surgery instruments. 

0.3 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, 
expressing the result of a test, shall be rounded off in accordance with 
IS : 2-1960*. The number of significant places retained in the rounded 
off value should be the same as that of the specified value in this 
standard. 



1. SCOPE 

1.1 This standard covers requirements for Barraquer's pattern needle 
holder used in eye surgery. 

2. SHAPE AND DIMENSIONS 

2.1 The shape and dimensions shall be as shown in Fig. 1. 

♦Rules for rounding off numerical values ( revised ). 
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Fig. 1 Needle Holder, Barraqjjer's Pattern 
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2.2 A deviation of ± 2'5 percent shall be allowed on all dimensions. 

3. MATERIAL 

3.1 The material for needle holder shall be stainless steel conforming to 
Designation 30Crl3 of IS : 6603-1972*. 

4. REQUIREMENTS 

4.1 Needle holder shall be free from cracks, seams, burrs, pits, flaws and 
other defects. 

4.2 The edges shall be even and rounded. 

4.3 The component halves shall open and close fully and freely without 
any undue side play at the joint. 

4.4 The jaws shall have diamond knurling. On closure, the jaws shall 
meet fully and accurately. 

4.5 The needle holder shall be symmetrical and well-balanced. 

4.6 The needle holder shall be polished bright, passivated and demagne- 
tized. 

5. HARDNESS 

5.1 The needle holder shall be hardened and tempered to give a hard- 
ness of 430 to 490 HV. 

6. TESTS 

6.1 Performance Test — A half-circle type suture needle of 5 mm 
length, shall be gripped between the jaws. The needle shall be made 
to pierce a piece of 0'5 mm thick soft leather. The needle held in the 
jaws, shall not slip. The needle holder shall also be able to grip a 10 zero 
thread without slippage. 

6.2 Flexibility Test — A force of moderate degree shall be applied 
by the fingers to each shank attempting to bend the shank. This shall 
be repeated at several points along the shanks. The test shall then be 
repeated in a plane at right angles to the first. During or on completion 
of the test, the shank shall not have acquired permanent set. The 
terminal 5 mm of the jaw shall be made to bite on a piece of 2 mm thick 
firm vulcanized rubber having hardness of 45 to 48 shore ( A degree ) 
and the needle holder closed by manual compression force. This test 
shall be repeated six times. During or on completion of this test, the 
shank shall not have acquired permanent set. 

♦Specification for stainless steel bars and flats. 
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6*3 Corrosion Resistance Test — The needle holder shall satisfy the 
boiling and autoclaving test as specified in IS : 7531-1975*. 

7. SAMPLING AND CRITERIA FOR CONFORMITY 

7.1 A suitable sampling scheme and criteria for acceptance is given in 
Appendix A. 

8. MARKING 

8.1 Each needle holder shall be legibly and indelibly marked with the 
manufacturer's name, or initials or recognized trade-mark and the words 
'Stainless Steel' or the letters 'SS\ 

8.1.1 The needle holder may also be marked with the ISI Certification 
Mark. 

Note — The use of the ISI Certification Mark is governed by the provisions of the 
Indian Standards Institution ( Certification Marks ) Act and the Rules and Regu- 
lations made thereunder. The ISI Mark on products covered by an Indian 
Standard conveys the assurance that they have been produced to comply with the 
requirements of that standard under a well-defined system of inspection, testing and 
quality control which is devised and supervised by ISI and operated by the producer. 
ISI marked products are also continuously checked by ISI for conformity to that 
standard as a further safeguard. Details of conditions under which a licence for the 
use of the ISI Certification Mark may be granted to manufacturers or processors, 
may be obtained from the Indian Standards Institution. 

9. PACKING 

9*1. As agreed to between the purchaser and the supplier. 



A PPENDIX A 

( Clause 7 A ) 

SAMPLING AND CRITERIA FOR CONFORMITY 
FOR NEEDLE HOLDER 

A-l. LOT 

A-1.1 In any consignment, all the Needle Holders produced from the 
same material, same shape and dimensions under similar conditions, 
shall constitute a lot. 



•Method for boiling and autoclaving test for corrosion resistance of stainless steel 
surgical instruments. 
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A-2. The number of needle holders to be selected from each lot shall 
depend upon the size of the lot and shall be in accordance with col 1 
and 2 of Table 1 . 

A-2.1 These needle holders shall be selected from the lot at random and 
in order to ensure the randomness of selection, procedures given in 
IS : 4905-1968* may be followed. 

A-3. NUMBER OF TESTS AND CRITERIA FOR CONFORMITY 

A-3.1 All the needle holders selected at random in accordance with col 1 
and 2 of Table 1 shall be tested for hardness, performance test, flexi- 
bility test and corrosion resistance test. The lot shall be considered as 
conforming to these requirements if none of the needle holders in the 
sample is found to be defective in any of these tests. 

TABLE 1 SCALE OF SAMPLING 

( Clauses A~2 and A~3A ) 

Sample Size 
(2) 

2 
3 
5 
8 



Lot Size 


(1) 


Up to 15 


16 " 50 


51 » 150 


151 and above 



♦Methods for random sampling. 



INTERNATIONAL SYSTEM OF UNITS ( SI UNITS) 

Base Units 

Unit 



Quantity 

Length 
Mass 

Time 

Electric current 

Thermodynam ic 
temperature 

Luminous intensity 

Amount of substance 

Supplementary Units 

Quantity 

Plane angle 
Solid angle 

Derived Units 

Quantity 

Force 

Energy 

Power 

Flux 

Flux density 

Frequency 

Electric conductance 

Electromotive force 

Pressure, stress 



Symbol 



metre 


m 


kilogram 


kg 


second 


s 


ampere 


A 


kelvin 


K 


candela 


cd 


mole 


mol 


Unit 


Symbol 


radian 


rad 


steradian 


sr 


Unit 


Symbol 


newton 


N 


joule 


J 


watt 


W 


weber 


Wb 


tesla 


T 


hertz 


Hz 


Siemens 


S 


volt 


V 


pascal 


Pa 



Definition 

1 N = 1 kg.m/s* 
1 J = 1 N.m 
1 W - I J/s 
lWb=l V # s 
1 T = 1 Wb/m 2 
1 Hz = 1 c/s (s" 1 ) 
1 S = 1 A/V 
1 V = 1 W/A 
1 Pa - 1 N/m* 



